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Experimental Single shot laser ablation was accomplished using a CETAC Technologies LSX-500 laser ablation system. This system uses a homogenized Nd-YAG laser beam, frequency-quadrupled to a wavelength of 266 nm, with a pulse width of approximately 6 ns. The LSX-500 is capable of delivering a range of laser beam spot sizes for ablation with a user selectable variable aperture. The data in this report were acquired using a 100-pm laser beam spot size. A six-inch long, coiled, stainless-steel, 20-gauge tube was placed in-line between the LSX-500 and ICP-MS. The stainless-steel tube acted as a particle-size filter, minimizing the number of large particles reaching the plasma, thereby reducing spikes in the observed transient signals.
The ICP-MS instrument used was a Thermo Finnigan ELEMENT 1 magneticelectrostatic dual sector ICP-MS. This instrument was operated in low resolution mode for maximum sensitivity. The ICP RF operating power was set to 1200W. Other instrumental laser ablation and ICP-MS parameters were optimized on a day-to-day basis for maximum stability.
In order to simulate dust samples collected on a gel impact filter, particle aggregates were captured on a sample substrate composed of Knox Gelatin mixed with DI water. Knox Gelatin is an inexpensive gelatin with low elemental background concentrations for Sn and U and has sticking properties that make it useful for this demonstration. The ratio used was 0.75-0.80 g gelatin to 4.5-5 mL of DI water, and the mixture was placed into a plastic weighing boat. The gelatin mixtures were heated using an IR heating lamp while mixing, then allowed to cool. Bubbles in the gelatin were skimmed off the surface with a cleaned plastic utensil before the gelatin set. In the case of NIST 1648, sample particles for LA-ICP-MS analysis were sprayed onto the gelatin surface using a modified membrane filtration device. Uranium oxide samples were prepared by sprinkling small amounts of uranium oxide onto the surface of the gelatin.
The depleted and enriched uranium oxide samples were U3O8 nuclear reference materials obtained from New Brunswick Laboratory. A third, non-certified, UOz sample was also used in this study.
Results and discussion
Previous work analyzing spatially-resolved aggregates of small samples on paperand teflon-filter media was limited by the movement of the sample as a result of recoil from the laser shot. That is, ensembles of small samples are moved by vibrations in the paper (or teflon) filter induced by the laser shockwave during ablation. Spatially resolved sample aggregates, other than the one of interest, may become entrained in the carrier gas used to transfer the ablated material to the ICP-MS. Furthermore, if another analysis of a particular sample aggregate is needed, it can be difficult to re-identify after it has moved on the filter substrate.
This work attempts to solve the particle movement problem by minimizing laser shockwave vibrations in the substrate in which the small samples are located. The sample material to be analyzed is sprinkled or sprayed onto a semi-solid gelatin substrate, rather than filter paper media. The gelatin is a sticky surface on which the particle aggregates are trapped. Since the gelatin is a semi-solid, any vibration waves from the laser shockwave are dampened. This prevents the nearby sample aggregates from becoming airborne and entrained in the LA carrier gas. Any samples not completely ablated by the laser are kept in place by the gelatin, allowing additional analyses if needed.
An urban dust reference material, NIST 1648, was used to develop the LA method using the gelatin substrate. NIST 1648 contains a wide variety of elements at certified concentrations. This study focused on Sn and U for method development. The concentration of U in NIST 1648 is certified to be 5.5+0.1 ppm; the Sn concentration in NIST 1648 is not certified.
The results for NIST SRM 1648 are shown in Table 1 for the determination of i'8Sn"'9Sn and 235U/238U ratios in a pelletized sample and for aggregate samples on a gelatin media, along with literature values. Ten particle aggregates were ablated by single shots in this analysis. The measured ratios for the two elements are in good agreement between the aggregate and pellet samples. The standard deviation for the pellet analysis is slightly higher than the aggregate particle analysis because more of the sample (i.e., larger particles) is entrained in the argon sample gas, generating a slightly noisier signal. Although unconfirmed, the differences between observed and literature values for the tin isotopes may be due to an unresolved interference between "'Sn and 79Br40Ar, a species that may be unintentionally formed in the argon plasma from bromine in the standard sample No significant background was detected for the gelatin substrate, as the analog noise was much higher than any uranium signal produced. The 23sU/238U ratios were determined from these traces for the three oxide samples. 
